
Tracer Gas Analysis Setup and 
Capability 



Filter plug is modified with a 
gas fitting. Gas is input to the 
detector vacuum chamber                         

Gas inlet hose 

Thin 4 micron 
window replaces 
with 2 mil plastic 
window to protect 
window from 
rupture 

Gas output 
through vacuum 
pump port. 

Gas gauge to 
assure pressure 
does not exceed 
25 psig. 

Bruker  miniature 
double diaphragm 
Vacuum pump 
may be used to 
circulate gasses 



This is an analysis of  Neon gas mixtures 
: 

•Red is pure Neon flowing thru the 
unit at 1 liter per sec 
•Blue is 5% Neon with 95% Argon 
flowing thru the unit at 1 liter per 
sec 

95% Ar  

100 %Ne  

5% Ne  



50% Kr  50% Ar  

This is an analysis of   
50% Ar/ 50% Kr gas 
mixture : 
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