
Splitting Spectra

This presentation is designed to provide a step-by-step 
followthrough. If you have any questions, do not hesitate 
to contact us.  



Splitting Spectra

Navigate to ‘PDZ 
Preview…’ and 

select it
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Click on ‘Path’ - 
this will open a 

window to navigate 
to your spectra
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Navigate to the 
Folder your spectra 

are stored
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Select a spectrum file

Then click ‘Open’
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Your spectrum will be 
highlighted in the 

PDZ Preview window
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In red is the 15 keV 
(low pass) spectrum

In blue is the 40 keV 
(high pass) spectrum
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Note that, depending on the system, the 
15 keV (low pass) and 40 keV (high 

pass) can be either red or blue - use the 
maximum energy, not the color, to 

determine which is which. 
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The letter ‘A’ below the 
menu bar refers to which 

spectra is Active (A)

The Active (A) spectrum is 
depicted with the red color

The Background (B) spectrum is 
depicted with the blue color
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Click the down arrow 
and select the ‘B’ 

spectrum
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Click the down arrow 
and select the ‘B’ 

spectrum
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With only this spectrum, 
select ‘Save As…’ in the 

File Menu
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Give it a name you will 
recognize
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You will notice that the 
name here changes

And you have a new 
spectrum in your list
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Select your dual 
spectrum again in the 

‘PDZ Preview’ box
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This time select ‘A’
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Give it a name you will 
recognize
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Now both spectra are 
saved as separate files



Splitting Spectra

We can confirm this by going 
back to the original folder


